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The 10-probe NMR system for measuring the polarization i  the deuterated butanol target of the Spin Muon Collaboration is presented. 
It is calibrated by determining the integrated spectrum in thermal equilibrium at 1 K. Thermal stabilization and control of electromagnetic 
interference were effective in reducing drift and electronic noise, so that high quality thermal equilibrium signals were obtained. The 
calibration constant was determined with a reproducibility of 2%. Systematic effects of circuit drift and of the magnetic field shift have been 
studied. The resulting 4.4% uncertainty of the calibration dominates the 5% overall error on the target polarization value which was 
typically 0.45. 
1. Introduction 
The NA47 experiment of the Spin Muon Collaboration 
(SMC) at the CERN SPS aims at measuring the spin 
dependent structure functions of the proton and the neutron 
by scattering longitudinally polarized high energy muons 
from polarized proton and deuteron targets. In the mea- 
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surement performed in 1992, muons of 100 GeV energy 
were scattered from a longitudinally polarized deuterated 
butanol target [1]. For this experiment the goal has been to 
measure the target polarization P with an accuracy Ap/p  
of 5% or better [2]. 
The polarized target is the same as the one used in an 
earlier experiment by the European Muon Collaboration 
for a measurement with polarized protons [3,4]. However, 
a new NMR system was constructed for the measurement 
of the deuteron polarization. 
In this paper we describe the NMR system and its 
operating characteristics with emphasis on the error analy- 
sis in the measurement of the thermal equilibrium (TE) 
signal, which provides the calibration for polarization mea- 
surement. In addition we present enhanced signals and 
discuss the precision of the polarization measurement. 
Our target is made of 1.8 mm diameter beads of frozen 
perdeuterated 1-butanol doped with a deuterated paramag- 
netic complex EHBA-Cr(V)-d22. The beads are contained 
in two 40 cm long cells of 5 cm diameter. The two cells 
are separated by a gap of 20 cm length and the material in 
them is polarized in opposite directions. Five NMR probes 
are embedded in the material of each cell. 
Dynamic nuclear polarization (DNP) is obtained by 
microwave irradiation, and it is determined within each 
probe from the NMR absorption spectrum measured by a 
series Q-meter [5] operating at the deuteron Larmor fre- 
quency of 16.350 MHz in a magnetic field of 2.5 T. 
The deuteron with spin I = 1 has three magnetic sub- 
levels with two magnetic dipole transitions, whose spectra 
are broadened by the quadrupole interaction of the nuclei 
in the electric field gradient of the molecule. The resulting 
absorption spectrum of deuterons in glassy hydrocarbons i  
336 B. Adeva et aL /NucL Instr. and Meth. in Phys. Res. A 349 (1994) 334-344 
characterized by two overlapping lines with distinct peaks 
separated by about 125 kHz and a total width close to 300 
kHz. In this work these spectra were measured over a 
frequency scan of 500 kHz. 
We shall first outline the principles of the NMR polar- 
ization measurement i  solid targets using the series Q-me- 
ter circuit, and discuss the techniques of its calibration. In 
Section 3 we shall describe the NMR probes and electronic 
circuits, focusing on the key elements and main improve- 
ments. The results of the performance t sts and calibration 
runs are given in Section 4, and the polarization measure- 
ment is presented in Section 5. In Section 6 we shall 
conclude and propose future improvements. 
2. Principle of the NMR polarization measurement 
The polarization P = ( I z ) / l  of a spin species I is 
related to the frequency-dependent, complex susceptibility 
X(W) = X'(W) - ix"(w).  The real and imaginary parts of 
this susceptibility describe respectively the dispersion and 
absorption of the RF field, which excites the magnetization 
of the spin system. For a system of spins with density N 
and gyromagnetic ratio y, the integral of the absorption 
part is proportional to the polarization [6]: 
2 :~ - -£  P-  ~rhy2N I X"(oJ) dw. (1) 
This general relation is valid even in the limit of high 
nuclear polarizations, provided that the oscillating RF field 
is small and has only slow variations of amplitude and 
frequency. 
The integral of the real part S(w) of the series Q-meter 
signal is proportional to a good approximation to the 
integral of X"(oJ), if the circuit is well designed and tuned. 
Therefore the use of Eq. (1) requires only the calibration of 
the apparatus at one known polarization Po, which yields 
~S(  w) dw o¢ 
P=Po fo~S°(w) dw Cfo S(o)  dw, (2) 
where we have defined the calibration constant 
C =Po/fo So(w ) do. 
In our case the integrals in Eqs. (1) and (2) get signifi- 
cant contributions only from a narrow range around the 
Larmor precession frequency, so that the RF susceptibility 
needs to be measured only in this interval about the 
resonance. 
The methods for determining the polarization P0 are 
based on the measurement of a temperature T O at which 
the spin system is held during the measurement of the 
Q-meter signal So(w). The Boltzmann distribution of the 
populations of the magnetic states then gives the value of 
the polarization Po. 
In our case T o is the equilibrium temperature of the 
spins, the lattice and the helium bath around 1 K. At this 
temperature Po << 1 and it can be written in the form 
eo = hwo(l  + 1)/(3kBT0), (3) 
where w 0 = yB is the Larmor frequency. This TE method 
requires a short spin-lattice relaxation time which is of the 
order of 1 min. at 1 K in our target material. At this 
temperature the thermal stability and uniformity are excel- 
lent when superfluid 4He is used as a heat transfer medium. 
Also, the international temperature scale ITS90 is accurate 
to about 10 3 in this region and uses the vapor pressure of 
3He as a secondary standard, which greatly facilitates 
thermometry in a high magnetic field. 
The work on continuous-wave series Q-meter NMR 
circuit [5,7-11] has focused on its linearity in terms of X. 
This becomes important when measuring the polarization 
of high-density systems of sp in- l /2  nuclei with large 
magnetic moment, such as protons in solid hydrocarbons. 
The linearity is of minor concern in the case of a broad 
NMR line, because the RF susceptibility then produces 
only small changes in the impedance of the tuned circuit of 
the Q-meter. Furthermore, if the gyromagnetic ratio is 
small, as in the case with deuterons, these changes become 
even smaller since they scale with the square of the 
gyromagnetic ratio. In comparison with proton absorption 
signals the deuteron signal is lower by a factor of about 
500 at equal temperature and field, when measured with 
series Q-meters having the same Q-factor and RF field 
strength. The deuteron TE susceptibility causes a relative 
change of resonant circuit impedance of about 10 -6 . 
Some authors [12-14] report measurements of the 
deuteron TE signal by using a very thin bare wire for the 
NMR coil, in order to increase the signal size. This leads 
to high RF fields near the wire and the probe is therefore 
sensitive only to material very close to the wire. The 
method is not useful for a sizeable target where the 
average polarization is to be determined over a large 
volume. Furthermore, strong depolarization of the 
deuterons near the wire may occur, which leads to signifi- 
cant systematic errors in the polarization measurement. 
Averaging is used to improve the signal to noise ratio 
in all Q-meters. We show in Section 4.2 that the electronic 
noise can be suppressed by a factor more than 100, so that 
its contribution to the total error becomes negligible. 
However, drift of the Q-meter circuit occurs during the 
averaging time. Indeed, this has been reported [15] to limit 
the accuracy of the TE calibration signal measurement. We 
have achieved a substantial reduction in the drift by ther- 
mal stabilization (Section 4.3). 
The Q-meter circuit distorts the NMR absorption spec- 
trum mainly for two reasons: firstly because in a polarized 
target set-up the coil is connected to the tuning capacitor 
via a coaxial ine, and secondly due to the finite magnitude 
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spin temperature uniformity. Furthermore, good accuracy 
can be achieved only if I P0 I > 0.3. In a large target the 
potential inhomogeneity of the polarization limits the use- 
fulness of this method. Provided that the intensity ratio can 
be accurately determined from the line shape distorted by 
the Q-meter, it might actually serve better for the estima- 
tion of the homogeneity rather than of the polarization 
itself. 
We have chosen the calibration method based on TE 
signal measurement a  1 K. The line shape was used to put 
a limit on the inhomogeneity of the DNP. 
3. Electronic circuit description 
3.1. System overview 
of the coupling impedances. Although these distortions are 
large and visible in the case of the large line widths, they 
have a linear relationship with the susceptibility, and result 
only in very small systematic errors if the measurement is 
calibrated at a known polarization. On the other hand, the 
linear distortions preclude a straightforward use of the 
experimental NMR line asymmetry for the accurate deter- 
mination of the polarization. 
Two alternative calibration methods are based either on 
the measurement of a common equilibrium spin tempera- 
ture of two different spin species, or on the analysis of the 
NMR line shape. 
The former method relies on the assumption that differ- 
ent nuclear spin species are in good thermal equilibrium 
after dynamic nuclear polarization. It has been demon- 
strated that this can be obtained in materials such as 
propanediol-Cr(V) with high electron spin concentration 
[16], but tests have shown that in glasses doped with 
EHBA-Cr(V), such as the material of our target, the spin 
temperatures of deuterons, protons and 13C can be very 
different [17]. 
The latter method has been most often used for deter- 
mining the deuteron polarization in small targets. After 
reaching high DNP, Po is obtained by determining the 
intensity ratio of the two magnetic transitions from the 
asymmetric shape of the experimental bsorption spectrum 
[18]. This requires that the deuteron spin system is in 
internal thermal equilibrium and that the material has good 
Syntha  
R~ Mixer LF 
Crymtat amplillet- amplifier 
Fig. 2. Schematic diagram of the series Q-meter circuit. 
The NMR system consists of 10 Q-meter channels 
operating simultaneously. Four channels are multiplexed 
into one 16 bit ADC, reducing the total number of ADCs 
to three. 
Each NMR measurement channel, shown schematically 
in Fig. 1, consists of three basic sections: an RF section, an 
LF section, and a digital section. The RF section is sub-di- 
vided into four parts: the NMR probe coils inside the 
cryostat, the tuned semi-rigid cables, the Q-meter modules, 
and the digital frequency synthesizer. The frequency of the 
synthesizer, common to all channels, is scanned in 400 
steps through the spectrum of the deuteron spin resonance. 
The LF section is sub-divided into two parts: the offset 
cards and the matching amplifiers. Here the DC level is 
offset and the remaining signal amplified to a level of 
several volts, before being sent to the digital section. 
The digital section consists of an ADC and a processor. 
It converts the amplified signal to a 16 bit binary number 
at each frequency step and accumulates an average over a 
programmed number of scans. 
3.2. The Q-meter module 
The series Q-meter circuit of Fig. 2 measures the 
absorptive part of X(w). The NMR probes, consisting of 
three-turn coils of inductance L = 450 nil, are embedded 
in the target material. They are made of thin-wall Cu-Ni  
tubes of 60 cm length and 2 mm diameter, surrounded by 
3.5 mm diameter thin-wall Teflon 19 sleeves. As shown in 
Fig. 3 the coils are aligned on the axis of the target with a 
spacing of 4 cm. In order to excite the nuclear spin 
resonance, they are oriented in such a way as to produce a 
magnetic field predominantly perpendicular to the main 
field. Each coil axis is also perpendicular to that of its 
neighbouring coils to reduce their mutual inductance. The 
effective probe filling factor is about 0.2. In addition to 
19 Dupont PTFE. 
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Fig. 3. The large (L) and small (S) coils for deuteron NMR inside 
the target cell. The bottom part shows an enlargement of the coils 
1L and 2L in the upstream cell. 
these large coils there are two smaller ones made of 1.5 
mm diameter Cu-Ni tubes again covered with Teflon 
sleeves of 3.0 mm diameter. They have two turns, and are 
6 cm long and 1 cm wide. Each small coil is centered 
inside a large coil (see Fig. 3) with their axes mutually 
perpendicular. 
Each probe coil in the cryostat is connected to a 
capacitor C by a coaxial cable, which is cut to a length 
corresponding to one half wavelength (A/2)  at the centre 
frequency of the deuteron NMR. The circuit is tuned to the 
deuteron NMR frequency by adjusting the tuning capacitor 
in the Q-meter module. The resistor R provides damping 
and allows one to achieve a compromise between the 
requirements set by the dynamic range of the digitizing 
circuit, the oscillator noise, and the distortion which in- 
creases towards the ends of the frequency scan. 
The Q-meter modules [5] contain all the RF circuitry 
required for the amplification and homodyne detection of 
the real part of the signal transferred by the series Q-meter 
circuit. Homodyne detection is obtained in a double bal- 
anced mixer with a phased reference signal fed into the 
local oscillator port. The reference signal is derived by 
splitting the oscillator signal before the coupling resistor 
Rf feeding the resonant circuit. The reference channel 
incorporates an adjustable-length delay cable for control- 
ling the phase of the reference signal to the mixer. The 
module also contains a diode detector (not shown in Fig. 
2) which provides an output proportional to the modulus of 
the Q-meter signal; this feature enables the tuning of the 
circuit without knowledge of the correct phase adjustment 
for the reference signal. 
The outputs of the Q-meter module are isolated from 
the subsequent circuitry by low-noise amplifiers. 
3.3 LF signal processing and data acquisition 
dynamic range of the ADC can be used. This card delivers 
a balanced signal to the matching amplifier, where the gain 
can be further adjusted before the sample and hold ampli- 
fiers (SHA) to match the maximum input voltage of the 
ADC modules. 
The system has 10 independent channels up to the 
SHA. A multiplexer between the SHAs and the ADC 
enables four measurement channels to be accumulated by 
each of the three processors, thus performing signal aver- 
aging in parallel. The extra time required to multiplex is 
compensated by using a fast ADC (10 p~s conversion 
time), because frequency stepping times above 100 Ixs are 
necessary to ensure proper settling of the analogue signal 
circuitry. 
The SHAs, the ADC, and the synthesizer interface are 
on an NMR interface board which connects to a STand- 
Alone CAMAC (STAC) microprocessor [19]. Three of 
these STAC processors and interface boards take data 
synchronously by means of a multi-STAC synchronization 
mechanism [20]. Data averaged over a few thousand scans 
are sent to a pNAX computer via a CAMAC branch. The 
pNAX processes the NMR signals, calculates the target 
polarization, and stores and displays the signals and the 
time evolution of the polarization. 
3.4. Temperature stabilization 
The Q-meter modules, built of solid copper, were 
cooled by conduction to a massive mounting plate which is 
also the bottom of the crate. This plate was cooled by 
water stabilized at a temperature of 27 _+ I°C. 
The matching amplifiers, the RF synthesizer and the 
digital electronics were cooled by forced air flow to 30 __+ 
1°C. The air inside the electronic abinet was recirculated 
through a heat exchanger cooled by unstabilized water. 
The temperature of the coaxial transmission line used 
in the Q-meter circuit was also stabilized. This is impor- 
tant because the dielectric is Teflon, which has an anoma- 
lous behaviour between 13 and 19°C. Manufacturer's data 
and our measurements [21] indicate that the electrical 
length of the cable changes by 0.1% over this temperature 
range. Furthermore, the propagation constant has a signifi- 
cant hysteresis when the temperature is cycled. In addition, 
changes of the loss factor with temperature are also mini- 
mized. 
The temperature of the semi-rigid coaxial lines 20 be- 
tween the Q-meter modules and the target refrigerator was 
held at 27°C with the same circuit of temperature stabi- 
lized water that was used for the cooling of the Q-meters 
and the offset-cards. This is followed by about 1.2 m of 
semi-rigid Cu-Be coaxial ine 21 along which the tempera- 
ture changes from ambient o 1 K during calibration. These 
The demodulated Q-meter signals are amplified on the 
offset cards, which have a DAC for each channel for 
subtracting the DC level of its Q-curve so that the full 
20 Micro-Coax Components, Inc., Type UT-85. 
21 Precision Tube, Inc., Type JT50085. 
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lines were thermally anchored on five successive heat 
sinks, cooled by a stabilized flow of helium gas. The last 
part, made of a miniature semi-rigid line, 22 connects 
finally to the probe coil. This part has a length of 0.2-1.2 
m depending on the coil position, and was held at the 
stabilized calibration temperature of about 1 K in the 
mixing chamber of the dilution refrigerator. 
3.5. Electromagnetic interference control 
The Q-meter signal is amplified and digitized close to 
the Q-meter output o have a minimum length of LF signal 
transport and therefore a minimum of electromagnetic 
interference. 
The offset card is placed at the output of the Q-meter 
and inside the crate housing the Q-meter. This crate is 
mounted on top of a shielded rack which contains the RF 
synthesizer, the NIM bin with the matching amplifiers, and 
the CAMAC crate housing the microprocessor and digitiz- 
ing electronics. 
The amplified balanced signal is transmitted from the 
offset card to a matching amplifier by a shielded balanced 
twisted-pair cable of 3 m length. The amplifier has a high 
common mode rejection and its output is connected to the 
ADC module by a coaxial cable of 0.6 m length. 
4. Results of the deuteron TE signal measurements and 
calibration 
4.1. Procedure to extract and integrate the experimental 
signal 
In order to extract he NMR TE signal So(o)) from the 
Q-meter output we proceed in three steps as shown in Fig. 
4. The NMR signal superimposed on the Q-curve (Fig. 4a) 
is measured at 400 points over the frequency scan from 
16.1 to 16.6 MHz and averaged over a large number of 
scans, usually between 2000 and 10 000. A Q-curve alone 
is then measured with identical number of scans, at a 
magnetic field offset by -5% which shifts the NMR 
signal outside the frequency scan (Fig. 4b). The first step 
is to subtract his Q-curve from the signal superimposed 
on the first Q-curve. The result shows, in addition to the 
NMR signal, a residual Q-curve (Fig. 4c). This is removed 
in a second step by subtracting a parabola fit to 50 points 
in both wings of the scan. The number of points in the fit 
is a compromise between statistical accuracy and avoid- 
ance of the NMR signal. The processed NMR signal 
shown in Fig. 4d results from this subtraction. The third 
step is to determine the integrated signal which we obtain 
by summing all values of S0(oJi), and normalizing by the 
number of points in the scan. 
22 Micro-Coax Components, Inc., Type UT-34M. 
< 
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-° 3t6.t 162 16.3 16.4 16,5 16.6 
Frequency (MHz) 
Fig. 4. Method to extract the integrated TE signal from the 
Q-curve, shown with 400 data points averaged over 2000 scans. 
(a) Plot of the raw measured NMR signal. (b) Plot of the Q-curve 
obtained by shifting the magnetic field. (c) Difference between (a) 
and (b). (d) Plot of the processed signal where the residual 
Q-curve seen in (c) is corrected by subtracting a parabola fit to the 
data outside the arrows. 
The Q-curve has an amplitude about 3000 times larger 
than the deuteron TE signal under our experimental condi- 
tions. The synthesizer has a reproducible frequency depen- 
dent amplitude variation about ten times larger than the 
peak height of the deuteron TE signal; this is subtracted 
out in the first step of the processing. We are left with 
noise which is also about ten times higher than the peak 
height of the signal without signal averaging. The remain- 
ing effects on the Q-curve are systematic and are due to 
drift of the Q-meter circuitry and to its sensitivity to 
magnetic field. 
4.2. Electronic signal to noise ratio 
We have estimated the electronic noise by determining 
the RMS deviation from zero of the processed signal in the 
fit region of the second processing step described in 
Section 4.1. Fig. 5 shows the reduction in this RMS noise 
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Fig. 5. RMS noise reduction by signal averaging. The noise 
voltage was obtained from the RMS deviation of the signal 
voltage from the parabola fit in the wings. The dashed line 
corresponds tothe TE signal mean amplitude at 1 K. 
voltage as a function of the number of scans, and demon- 
strates its statistical nature. However, the 20 minutes re- 
quired for 10000 scans makes the measurement sensitive 
to the drift of the circuit. It also takes about 10 minutes to 
reach a stable field after a current step of -5%.  These and 
the desire to combine as many measurements a possible 
in order to stncly the systematics, guided us in the choice 
of 10 000 scans for averaging during the TE calibration. 
Fig. 6a shows the processed euteron TE signal at 1 K 
averaged over 200 scans. One can barely distinguish its 
characteristic shape from the noise. Increasing the number 
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Fig. 6. Processed euteron TE signals averaged over (a) 200, (b) 
2000 and (c) 10000 scans. 
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Fig. 7. Variation with time of the integrated residual Q-curve. The 
quantity shown is the integrated processed residual signal, nor- 
malised to the integrated TE signal, resulting from the differences 
between the Q-curves and the first Q-curve. The periodicity and 
the long term drift are clearly visible. 
of scans to 2000 and 10000 results in the improvement of
the signal to noise ratio demonstrated in the Figs. 6b and 
6c, respectively. 
4.3. Stability of the Q-curue 
The averaging and Q-curve subtraction method requires 
that there is no substantial drift over the time scale of the 
signal measurement. In practice drift occurs and leads to a 
residual Q-curve as was discussed in Section 4.1. Subtract- 
ing a parabola fit to the wings does not remove higher 
order terms of this residual Q-curve. In the signal integra- 
tion procedure the contribution of the odd-order terms 
disappears, but the 4th and higher even-order terms can 
lead to a finite contribution. To study this, we have 
recorded over the 4 days period of a TE calibration all the 
Q-curves and subtracted the first from the subsequent ones. 
The resulting residual Q-curves were processed in the 
same way as the TE signals, by fitting (step 2) and 
integration (step 3). 
These integrated signals are plotted in Fig. 7 as a 
function of time for coils 1L and 2L in the upstream cell of 
the target. A variation, correlated between coils, of the 
order of the integrated TE signal is observed with a 
periodicity of one day, superimposed on an increasing 
trend. The variation for coil 1L and coil 8L is larger than 
for all other coils. The periodicity indicates that the varia- 
tions are caused by temperature fluctuations of the tuned 
cables and/or  the Q-meter modules. The differences 
among the modules, however, suggests that the tempera- 
ture effect on the Q-meter circuits contributes ignifi- 
cantly, since the modules for coils 1L and 8L are located at 
the two ends of the crate housing the Q-meter system. 
In TE data processing we subtract successive measure- 
ments of signals and Q-curves. We have studied the effect 
of the drift on the processed TE signals using the data of 
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Fig. 8. Distribution of 80 integrated processed residual signals 
resulting from the differences between successive Q-curves, nor- 
malized to the TE signal, averaged over 10000 scans. The mean 
values of these distributions are 3.9% and 1.2% respectively, 
relative to the corresponding integrated TE signals. 
Fig. 7, Fig. 8 shows the values of the differences of the 
successive points in the plot of Fig. 7. The observed 
distributions have an RMS deviation from the mean of 
9.9% for coil 2L; similar values are obtained for all other 
coils except 1L and 8L for which the RMS is about 14%. 
This RMS deviation has contributions from the electronic 
noise and drift at all time scales. The mean value deviates 
from zero by < 2% of the integrated TE signal for all coils 
except 1L and 8L where the deviations are close to 4%. 
These deviations are mostly due to the longer term trend 
visible in the data of Fig. 7. Since the time elapsed 
between two measurements of Q-curves is twice the time 
between that of a Q-curve and a signal, only about half of 
the effect will remain. We conclude that the drift of the 
Q-meter circuitry introduces a systematic error of about 
1.5% on the volume averaged polarization in each target 
cell. 
4.4. Magnetic f ield effect 
Reducing the magnetic field by 5% to measure the 
Q-curve modifies the impedances of the probe coil and the 
part of the cable which is exposed to the field. This causes 
a small shift in the resonant frequency and a change in the 
Q-factor of the tuned circuit and thus contributes to the 
residual Q-curve. In order to study this effect, several 
Q-curves were measured at different fields offset by -8% 
to + 3% from the nominal value. One signal was measured 
T8L 
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Fig. 9. Dependence of the integrated TE signal on the value of the 
magnetic field offset when determining the Q-curve which is 
subtracted from the raw NMR signal. 
0.14 
0.09 
0.04 
at nominal field, and it was processed by subtracting each 
one of the Q-curves taken at offset fields. The residual 
Q-curves were then removed by fitting (Section 4.1). The 
values of the resulting integrated signals are plotted in Fig. 
9 for coils 1L and 8L as a function of the field shift. 
Interpolation of the linear fit gives the magnetic field 
effect at zero offset, and suggests a correction ranging 
from 1 + 3% (coil 1L) to 7 + 3% (coil 81,) for the inte- 
grated TE signals. The effect increases with coil number 
and with the cable length exposed to the high field. To 
distinguish the effect of the field shift from drift due to 
temperature variation, the data were taken at night during a 
2 hour period when the maximum contribution due to drift 
was about 1%. 
When averaged over the upstream and downstream 
target cells the effect due to the field shift is 4% which has 
been taken into account as a systematic error in the TE 
calibration. 
4.5. Temperature measurement during TE calibration 
The calibration constant C in Eq. (2) requires the 
accurate knowledge of the TE polarization and therefore 
that of the temperature, because of their relationship given 
by Eq. (3). We use the international secondary standard of 
the 3He vapour pressure scale ITS90 to define our temper- 
ature scale; this scale was transferred to several resistance 
thermometers in situ in the high field. The resistance 
thermometers were used for monitoring the stability and 
uniformity of the temperature during the calibration data 
taking, and their values were recorded together with that of 
the vapour pressure thermometer. The relative error on the 
final calibration constant due to the drift of the temperature 
was found to be less than 10 -3 . 
The vapour pressure was measured using a thermally 
stabilized calibrated capacitive pressure gauge. 23 The 
23 MKS, Inc. Baratron Type 170 pressure sensor with Type 270B 
signal conditioner. 
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pressure readings were corrected for the thermomolecular 
effect. Several commercially calibrated resistance ther- 
mometers were used for detecting possible thermal gradi- 
ents in the target held at zero field. None were observed 
within the 5 mK precision of the thermometer calibrations. 
The spin temperature of the target nuclei could be 
slightly warmer in the beginning of the data taking, be- 
cause the field was stepped own by 5% for the measure- 
ment of the Q-curve between each signal measurement. 
Estimates based on the measured spin lattice relaxation 
time give errors well below 1 mK. 
During the calibration data taking the actual tempera- 
ture varied in a 50 mK range around the average value of 
1.060 K. For the statistical study of the recorded TE 
signals, the integrated signals were normalized to 1.000 K 
spin temperature. 
Summing up in squares these errors and the conserva- 
tive estimates for those due to several other minor sources, 
we find the resulting precision of about 1% in the tempera- 
ture readings entering in the determination f the calibra- 
tion coefficients. 
4.6. Summary of the errors in the TE calibration 
The distribution of the calibration constants C1 and C 2 
for coils 1L and 2L is shown in Fig. 10 for 80 measure- 
ments performed with 10000 scans. We note that the 
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Table 1 
Main sources of errors contributing to the measurement of the 
calibration constant C, Eqs. (2) and (3), for a single probe 
Source of error Relative rror (%) 
Electronic noise and parasitics 0.1 
Temperature measurement 1.0 
Drift of the Q-curve 1.5 
Magnetic field effect on the Q-curve 4.0 
Total calibration error 4.4 
relative RMS variations from the mean values are differ- 
ent. The larger value for coil 1L is a likely consequence of 
the larger Q-curve instability demonstrated in Section 4.3. 
The calibration constants also appear correlated between 
coils. Drift of the Q-meter, studied and discussed in Sec- 
tion 4.3, explains this correlation. Therefore averaging 
over the 80 measurements will lead to an accuracy which 
is inferior to the value of 1% expected from Fig. 10, if 
statistical f uctuations were the only cause of the scatter in 
the values plotted. 
After averaging the results for 80 signals, the error in 
the deuteron TE calibration constants is dominated by 
systematic uncertainties. The errors, due to the main 
sources discussed in the Sections 4.2-4.5, are summarized 
in Table 1. We estimate the overall relative error to be 
4.4% on the calibration coefficient for each coil, obtained 
by combining the listed uncertainties quadratically. 
In practice we performed several calibrations, two of 
which covered the polarization measurement during the 
data taking in 1992. These were made with an interval of 3 
months and are denoted by I and II below. As there were 
no circuit changes between the runs I and II, we can obtain 
an external consistency check by the comparison of the 
calibration constants C] and C/II, listed in Table 2. The 
Table 2 
Calibration constants obtained in runs I and II performed with an 
interval of 3 months 
Coilnumberi Coiltype C]XIO 3 C]lxlO 3 C]/C]' 
1 L 4.17 4.18 0.998 
2 L 4.74 4.64 1.020 
3 L 4.39 4.16 1.056 
4 L 4.73 4.67 1.013 
5 L 4.71 4.69 1.004 
6 L 4.32 4.45 0.970 
7 L 4.41 4.44 0.994 
8 L 3.69 3.76 0.981 
1 S 9.46 9.78 0.968 
5 S 10.29 10.15 1.014 
Average value 
for coils 1L-8L 1.005 
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average of the ra t ios  CI /C]  I for coils 1L to 8L is 1.005 
with a RMS deviation of 2.5%. The differences for indi- 
vidual coils are thus compatible with the drift of their 
Q-curves, and we conclude that ageing and other causes of 
long term drift produce changes which are small in com- 
parison with the observed short term drift. 
5. Determination of deuteron polarization 
5.1. Treatment of  the enhanced signals 
When measuring polarization, the adjustable parameters 
of the NMR system are identical to those used for the TE 
signal measurement. They include the Q-meter tuning 
capacitor, the gain factor, the RF frequency and scan 
width. This procedure minimizes possible systematic errors 
in the ratio between the two integrated signals in Eq. (2). 
However, because of the larger signal size, the averaging 
for noise reduction eeds only 200 scans for both Q-curve 
and signal. 
The processing of the enhanced NMR signal is identi- 
cal to that of the TE signal. The polarization is then 
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Fig. 12. Time evolution of polarization over a 24 hour period (a) 
for the 8 large probes and (b) for the concentric large and small 
probes in both the upstream and the downstream target cells. 
deduced from the value of the integrated signal using the 
calibration constants C i. The enhanced signals of Fig. 11 
correspond to polarization values of P = 0.434 + 0.019 
and P = -0.490 + 0.022. These high values were rou- 
tinely obtained during the SMC experiment after it was 
discovered that modulation of the polarizing microwaves 
almost doubled the polarization in our large target. The 
quoted errors correspond to the 4.4% uncertainty in the 
calibration constants. 
5.2. Averaging of  the polarization and resulting error 
The target polarization was continuously monitored; 
Fig. 12 shows a typical evolution of polarizations over a 
period of 24 hours including a reversal by DNP. We note 
small differences in the time constants of polarization 
growth for the different probes. As seen in Fig. 12a, 
significant differences in polarization up to 15% remain 
between the probes when we reach high polarizations. This 
feature is present in both cells and for both signs of 
polarization. 
A limit for the inhomogeneity of polarization can be 
obtained from the deuteron line shape as discussed in 
Section 2. Provided that the polarization is uniform and 
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that the spin system is in internal thermal equilibrium in 
the volume sampled by the coil, P and the transition 
intensity ratio r are related by [18] 
P = ( r  2 - 1) / ( r  2 + r + 1). 
On the other hand the experimental intensity ratio r* 
can be obtained from the NMR spectrum. We determined 
r* assuming that the distortions of the spectrum are linear 
in terms of the frequency. The values of r* in dynamic 
equilibrium were always larger (smaller) than r for posi- 
tive (negative) polarization; the difference ranges from 5% 
to 10% and is marginally significant. From the precision of 
the determination of P and r* we can put a limit [ Ap I  
_< 0.15 on the spatial variation of the polarization in the 
volume sampled by each probe. 
The analysis of the deep inelastic data requires the 
averaged polarization for each target cell over periods of 
few hours. Only data collected with J PJ>_ 0.25 were 
used. The time averaging of polarization was performed 
using the NMR data recorded every two minutes. A proper 
spatial sampling of the polarization should weight the 
target in a particular egion in the same way as the muon 
beam does. The sampling by the beam differs from that by 
the NMR probe, mainly due to the steeper adial variation 
of the muon beam density. The average polarization value 
is taken as the average of the four polarization values 
given by the large NMR probes of each target cell. Fig. 
12b shows that the polarizations measured by the small 
coils 1S and 5S are ~ 6% larger than the polarizations 
measured by the surrounding concentric large coils 1L and 
5L. The effect of a possible radial variation of polarization 
was estimated using a simulation and making extreme 
assumptions on the radial polarization gradient compatible 
with the differences between the concentric coils. The 
simulation leads to an additional uncertainty of 2%. No 
error was assigned to the sampling variation of the NMR 
probes in the axial direction. The overall relative error of 
the average polarization for each target cell is therefore 
5%. 
6. Summary 
In conclusion our NMR system based on a well de- 
signed series Q-meter and used with careful attention to 
systematic errors has achieved a relative overall accuracy 
of 5% in the measurement of the deuteron polarization for 
the large deuterated butanol target of the SMC experiment 
at CERN. Further improvement in the accuracy can be 
achieved by additional study of the magnetic field effect 
on the Q-curves for the TE calibration and also of the 
NMR line shape which provides information on the spatial 
inhomogeneity of the target polarization. Average deuteron 
polarization values of 0.45 were routinely obtained. 
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